I. INTRODUCTION
Optical and X-rays sources of ultrafast pulses are nowadays common analytical tools for the studying of chemical and biochemical liquid samples. Ultrafast optical and X-ray spectroscopies and X-ray diffraction are particularly suitable for the study of biological complexes as they allow monitoring the protein's nuclear responses and therefore identify those modes that are biologically relevant. [1] [2] [3] [4] In addition, the advent of in the IR, 5 the visible, [6] [7] [8] and the UV 9, 10 is opening new perspectives for the study of biochemical dynamics.
Due to the inherent ∼kHz repetition rate of ultrafast laser systems and their fluences, liquid samples have to be flowed in order to minimize unwanted effects such as photodamage, heating, multi-photon absorption, and saturation. So far, two solutions are commonly used: (a) The flow-cell, typically connected to a peristaltic pump that is used to circulate the sample solution through the cell. The advantage of the method is the stability to the cell, which consequently reduces the noise. It also allows for small path lengths and thin windows, down to 0.02 mm, therefore reducing scattering of the excitation beam through the glass as well as increasing the time resolution due to limited group velocity dispersion. However, it typically requires large amounts of sample ( ml). (b) The spinning-cell, which consists of two circular glass plates that are spaced by the desirable optical path-length. 11 While rotating, the sample either creates a rim at the edge of the cell, or at lower rotation speed, the solution remains at the bottom of the cell but is constantly mixed by friction with the glass. The advantage is that it typically requires minimal amounts of sample (∼0.3 ml). However, because the rotation of the glass plate causes the excitation beam to sweep a large surface, the cleanness of the a) Author to whom correspondence should be addressed. Electronic mail:
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plates is directly related to the noise. It is consequently burdensome to clean, and because the cell consists of a moving glass plate at the focal point of the laser beam, the precision of the alignment is also crucial to minimize the noise. Furthermore, since the glass plates are typically few cm in diameter, the required minimal thickness of the glass lowers the time resolution.
In terms of purified biological proteins that are not commercially available, a volume of ∼0.3 ml associated to a typical protein concentration of 100 μM represents about a month-long of successive growth of the organisms and protein purification cycles. 12, 13 Consequently, the flow-cell is not an option. The spinning-cell is a better compromise but it is laborious to implement in order to reach comparable signalto-noise ratios.
With the current miniaturization of technology, different micro-pumping options are now commercially available such as micro-peristaltic and flow-through pumping. We found that the flow-through micro-pumps offer the best compromise in terms of required volume and generated flow rate.
In the case of low sample volumes, the implementation of a closed circuit raises concerns about bubbles that would notably increase the noise. We propose an alternative approach: a microfluidic flow-cell that retains the advantages of low sample volumes and of a steady cell, while providing an effective way to remove enclosed bubbles. This system is, to our knowledge, the easiest to implement, and it requires only sub-ml amounts of sample, while being suitable to excitation repetition rates up to ∼14 kHz. We demonstrate its use in the case of the photosynthetic Reaction Center (RC), Photosystem I (PSI), while monitoring the ultrafast charge separation mechanisms. Because of the high sensitivity to photo-accumulation, the distinct features of the PSI transient signal will serve as a confirmation for the flow-cell's effectiveness.
II. MATERIAL AND METHODS

Growth condition: Synechocystis 6803 wild-type was cultivated at 30
• C, 60 μmol photons m −2 s −1 , in BG-11 medium 14 continuously bubbled with air or shaken at 100 rpm. Cultures were harvested at OD 730 of 0.5-0.8.
Thylakoid purification and PSI trimer isolation: Cells were harvested by centrifugation (10 000 g, 10 min, 4
• C), washed twice with 20 mM 2-(N-morpholino)ethanesulfonic acid (MES) pH 7.0, 10 mM CaCl 2 , 10 mM MgCl 2 and stored at −80
• C in the same buffer plus 1 mM aminocaproic acid (ACA) and 20% glycerol. Cells were broken with glass beads (BioSpec. Products) using a tissue homogenizer (MM300 Retsch). Complete TM Ethylenediaminetetraacetic acid (EDTA)-free protease inhibitor (Roche) was added to the suspension. Glass beads and unbroken cells were eliminated by centrifuging samples at 3000 g, 5 min, 4
• C. Membranes were precipitated at 30 000 g, 30 min, 4
• C and resuspended in 50 mM Bis-Tris pH 7.0, 10 mM MgCl 2 , 1 mM ACA, 20% glycerol. To remove phycobilisomes, membranes were precipitated again at 30 000 g, 30 min, 4
• C and resuspended in 25 mM Bis-Tris pH 7.0, 10 mM MgCl 2 , 1 mM ACA, 20% glycerol and stored at −80
• C (if necessary). Chlorophyll content was measured in 80% acetone according to Ref. 15 . Thylakoids at 1 mg/ml chlorophyll concentration were solubilized using 1% n-Dodecyl β-D-maltoside (β-DM) final concentration under constant stirring on ice for 10 min. Unsolubilized membranes were removed by centrifugation (21 000× g, 30 min, 4
• C). The solubilized sample was fractionated by ultracentrifugation on a sucrose gradient in a SW41 rotor for 17 h, 41 000 rpm, 4
• C. Gradients were formed directly in the tube by freezing and thawing a solution of 0.65 M sucrose, 25 mM Bis-Tris pH 7.0, 1 mM ACA, 0.01% β-DM, and loaded with 100 μg of membranes (expressed as initial chlorophyll) per tube. Sodium L-ascorbate (20 mM) and N-methylphenazonium methyl sulfate (PMS, 20 μM) were added to the sample to ensure reduction of P 700 + . 16 
Optical transient spectroscopy:
The laser system is a 1 kHz regenerative amplifier providing ∼40 fs pulses focused onto ∼150 μm spot size as described in Ref. 17 . The sample is housed in the subsequently described flow-cell. The fluence was kept low to an average of 0.5 excitations per PSI, therefore avoiding any annihilation effects.
Data analysis: The data are globally fitted as a sum of multiple exponential decays using a singular value decomposition method as explained in Ref. 18 . The computation of the amplitude of each exponential decay in function of the wavelength results in the Decay Associated Spectra (DAS).
III. THE MICROFLUIDIC FLOW-CELL
The flow cell is composed of three elements, as illustrated in Figure 1(a) , that are connected via flexible tubing of 1 mm diameter:
The bubble chamber: It is a home-made polymer cylindrical chamber as shown in Figures 1(a) and 1(b) . The 0.5 mm diameter inlet and outlet are at the bottom of the cuvette to minimize turbulences that are created at high flow rates. In an upward position, the cuvette by itself requires a min- imal amount of ∼50 μl of liquid sample in order to have a continuous flow between the inlet and outlet. The excess sample fills up the cuvette and allows the bubbles present in solution to rise to the surface. The bubbles are naturally trapped by the cuvette while passing through, at low flowspeed. At high flow-speed however, larger sample volume are required in order to avoid the suction of air due to the liquid's turbulences. The top of the chamber is threaded to fit a standard septum screw cap. This allows for the addition of chemicals to the enclosed solution while keeping the confined atmosphere protected and avoiding evaporation of the solvents.
The capillary window: It is made of a square quartz silica capillary bought from Composite Metal Services Ltd (CMS). It has a path-length of 0.5 mm with 0.1 mm thin walls. Segments of ∼2 cm long are cut and epoxy is added at the extremities (Figures 1(a) and 1(c) ). The epoxy beads allows for a hermetic junction between the square capillary and the flexible tubing. Note that a shorter segment of capillary with a larger epoxy bead is used to connect the 1 mm diameter flexible tubing to the 2 mm diameter outlet of the pump (Figure 1(a) ). Because of the simplicity of its fabrication and mounting, the capillary is easily replaceable if needed. It is fixed at the center of a rotation mount that allows for fine adjustment of the angle between the incident beam and the window.
The turbisc pump: It is a design from the Swiss Center for Electronics and Microtechnology (CSEM). 19 In short, the flow is created by direct friction between a grooved shaft and the liquid. The inner volume of liquid that the pump contains is about 100 μl only. Because the housing and the seal are respectively made out of Polyetherimide and of Polyetheretherketone, the pump is relatively resistant to chemicals.
IV. FLOW-CELL PERFORMANCES
When the pump, the chamber, and the capillary are connected, the minimal volume of sample needed for good working conditions is about 250 μl only. This configuration includes a total tubing (1 mm inner diameter) length of ∼6 cm and a sufficient amount of sample in the cuvette to avoid the suction of bubbles due to turbulences with a minimal flow of ∼0.1 ml/s. The flow is proportional to the voltage applied to the pump and under the same configuration the maximum flow rate was measured to be ∼0.36 ml/s. While assuming a typical laser focus diameter of 100 μm within the 0.5 × 0.5 mm 2 square capillary, the flow, if uniform, is theoretically sufficient to refresh the sample within the laser focus for each laser shot at a excitation rate of up to ∼14 kHz. In practice, it is to remember that the flow is impeded on the edges of the capillary and consequently the value of 14 kHz has to be taken as an upper limit only. Alternatively, if the pump is connected to a standard flow-cell of section 0.2 × 0.8 mm 2 via 2 mm inner diameter tubing and overloaded with 9.4 V (6 V recommended), the pump is able to sustain a flow up to 0.98 ml/s. Taking into account that the inner volume of the pump is only about 100 μl, it therefore represents one of the best (if not the actual best) compromise between flow-rate and required volume.
V. TEST MEASUREMENTS
We choose the well-known PSI RC as model system to test the cell, because of its high sensitivity to excitation build-up. After photoexcitation, the protein complexes undergo charge separation with a near unity quantum yield. 20 This charge separation is associated to a distinct transient signal from the special pair (P 700 ) in the Q y region of Chl a (∼700 nm). 21 Until charge recombination occurs, in about 2.5 ms in the presence of PMS, 22 the special pair remains oxidized (P 700 + ) and any extra photon absorbed is efficiently quenched, 21 i.e., the protein complex is said to be "closed." Consequently, if the sample flow is insufficient, the quick accumulation of closed RCs will result in the loss of transient signature from P 700 + . As shown in Figures 2(a1) and 2(a2), indeed when the cell-pump is "off" the ns-DAS component lacks the P 700 + signal signature. The broad bleach, which mirrors the overall Chl a Q y absorption band, corresponds to the decay of the excited Chl a population, i.e., to the quenching of the excitation, confirming that all complexes are closed within the laser beam path. On the other hand, when the cell is driven with a minimal voltage, a flow of ∼0.07 ml/s is sufficient to monitor the transient signal expected for P 700 + as represented in Figure 2 and more specifically by the ns DAS component in Figure 2 . Moreover, in this figure, the ∼2:1 ratio between the maximum amplitudes of the 30 ps DAS, representing the trapping of the excitation toward the special pair, 16, 21, 23, 24 and the ns DAS component, representing the oxidized special pair, 21 shows that the amount of chargeseparated states was optimum with respect to the number of photon absorbed. 16 In other words, with a minimal sample volume and driven at the lowest voltage, the flow is sufficient to effectively refresh the sample for each laser shot with a FIG. 2. Transient signal in the Chl a Q y band spectral region of the PSI RCs excited using 480 nm pulses at 1 kHz repetition rate when the cell pump is off (a1) and on (b1). In the latter case, a minimal flow of ∼0.07 ml/s was used. DAS components of the 30 ps (blue) and >>1 ns (purple) when the cell pump is off (a2) and on (b2).
1 kHz repetition rate and a relatively large focal spot size, i.e., no accumulation effects were monitored over the few hours of the experiment. The sample integrity was controlled by subsequent absorption spectra taken directly through the capillary via the probe beam (not shown). Since the spectra before and after the experiment were virtually identical, we infer that the protein's structure of this PSI trimeric super complex (∼210 Å in diameter) 25 was preserved by passing through the pump. The flow-through pump is consequently safe for applications where the sample size is comparable or smaller to that of the trimeric PSI. Note that we demonstrated the flow-cell's effectiveness using a typical 1 kHz laser system in the visible, however such a flow-cell is equally suitable for time resolved X-ray measurements 26 of solutions with the appropriate capillary material, i.e., mylar instead of quartz.
VI. CONCLUSION
We implemented a microfluidic flow-cell that requires a minimal amount of sample (∼250 μl), while the pump generates sufficient flow for the common use of high repetition rate systems; up to ∼14 kHz for a focal spot-size of the excitation beam of 100 μm. Contrary to the spinning-cell, we have a steady 0.1 mm thin window capillary. The closed circuit includes a decantation chamber that efficiently ejects bubbles that are enclosed during assembly. The three components are connected via flexible tubing that effectively eases both, the installation and the alignment.
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